" MISSOURI DEPARTMENT OF HEALTH
: .} STATE PUBLIC HEALTH LABORATORY
¥ DATAMASTER MAINTENANCE REPORT BAT Van, Troop G
Gomplele this report in duplicate at the time of the regular monthiy prevenlive maintenance chack and whenever Inslrument|

is repalred. Send copy lo Depariment of Health; retain original In department file.
DATALEATSTER SN

DATE OF INSPEGTION
202014 6/30/2009

LOCATION OF INSTRUMENT {STREET AND CI‘H‘! ] TIME OF INSPEGTION

2920 North Shamrock Rd. Jefferson City, MO 65101 9:08
CHECKLIST: Place a ¢heck (v) to lhe left of each ilem I lound to be satisfaclory or il aperating within established limits. (Write
in observed values where determined.} Unchecked Items must be corrected befere using instrument.

DIAGNOSTIC CHECK {PRINTOUT ATTAGHED)

jv] COMPUTER DETECTOR
PROGRAM FILTERS

HEATERS SAMPLE CHAMBER  +50°C QUARTZ STANDARD
FLOW DETECGTOR CALIBRATION
PUMP HIGH SPEED /] PRINTER

V] INBICATOR LIGHTS

TIME AND DATE $.00 6/30/2009

SIMULATOR TEMPERATURE {34 °C £ 0.2°C} +34.10°C

CALIBRATION CHECK -
Run three lests using a slandard solution, Alf three lesls must be within :E 5% of the standard value and must have a
spread of .005 or loss, Check the box corresponding 1o the slandard solution being used. {PRINTOUT ATTACHED) {USE
RECIRCULATION PUMP)
{7] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
v]o 0469% STANDARD - MUST READ BETWEEN 0.038% and 0,042% iNCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 W 039 TEST2 W 038 TEST3 W 039

i/} PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

] NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 [{0-04) 1] {.05-.09) ¢ {,10-.14) o {15-19) 0 {Over .19) 0
List any new parls and describe any alieration or modiilcation that was made lo restore the instrument to operate satisfactorily

and within established limits {use olher side if necessary)
Set I/R seurce Intensity from +.586 down to +.021. Performed firnware upgrade from verslon 12/15/99 to

verslen 04/07/09.

Guth Laboratorles, lot #09010, explrmg 1!6{2010
INSPECTING OFFICER :

SIGNATURE PRINT HAME
Tetry L. Carroll
TYPE it PESVIT HUMBER/EXPIRATION DATE TELEPHONE NUMBER
920079 47222011 {573} 751-4722
MO 580-1458 (3-94) AN €QUAL OPFPORTUNITY/AFFIRMATIVE AGTION EVMPLOYER Lab.-116

R provaied on a pordiscrinindlody bas



®
@ GUTH LABORATORIES, INC.

590 NORTH 67th STREEY ® HARRISBURG, PA 17141 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 09010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.0482 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is January 6, 2010 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol

analysis instrument reading of 0.04 percent BAC.

The ‘alcohol and water used in this solution were

free of test interfering substances.

Ted VL. Pauley, President
GUTH LABORATORIES, INC.




FACE THIS SIDE DOWN - THIS EDGE IN EIRST

REORDER ALL SUPPLIES FROM N.P.AS,

P.C. BOX 1435, MANSFEIELD OH 44501
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FACE TH!S SfDE DOWN - THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster | : BAC DataMaster

Evidence Ticket Evidence Ticket
MISEOURI STATE HIGHWAY PATROL : : .
BfiC DATAMASTER SERIAL HUMEER S92014 o U MISSOURI STATE HIGHWAY PATROL
' BE D009 PRC DATAMASTER SERIAL MUMBER £82814
- B 2R
FESTING OFFICER: : -
CARROLL-TERRYAL o . BRREXT TIME: @1:88
OFFICER I.D,: 084 : SURJECT MAME:
FERMIT HUMEER: 228679 - TICE -~ JOM
EXFIRRTION THTE: @d-28011 ' o DGR B1-BS-83 SEX: M
MISCELLANEOUS DATA: : . :  STATE/DLL.: MO 12345
199 AL, CHECK . 3 ARFESTIMG DFF ICER:
: ; . CARROLL-TERRYL
——- ZUPERVIZOR FOIE -—— - S OFFICER I1.D.: 69
i TESTIMG OFFICER:
BLARHE TEET JEEE ol CARROLLATERRY /L
IMTERMAL STAMDAED YERIFIED @911l . “ OFFICER 1.D0.: C8%
EXTERMAL STHHIARD L[99 Cmmiil PERMIT HUMEER: 528079
BLAHK TEST : . BOa TRt EXPIRATION DATE: ad4-28-11
EXTERMAL TTAMDARD 395 ga:ig - MISCELLANEOUS DATA
ELAMK TEST , , G =TS RF1 TE&T
EXTERHAL STAMDARD L B9 ge:13 |
ELAHK TERT B B id ——— BREATH AMALYSIS ——-
M= o BLAMK TEST  BRE B2:17
EIM. = .1 - o © 7T IMTERNAL STANMDARD YERIFIED @317
TORVE, = .@93 ! RARID INTERFEREMCE



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE II

TERRY L. CARROLL

is hereby authorized to instruct and supervise operators, train instructors, Inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sampls of explred (alveolar)
air. Issued under the provisions of sections 5§77.020 through 577,041, RSMo 1986,

Qoln § Wathuusoat

Diraclor of State Publls Health Laboratory

pate __04/22/09

920079
Number h a
04/22/2011 /%7"”"[/’ Q%
Explros

Biractor, Department of Health
MO 6800771 {7-88) Lab, 4 {R7-88)




